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1. Introduction 


The use of fiber-reinforced plastics for the fabrication of 
highly-stressed construction parts depends to a large degree on 
the availability of nondestructive or quasi-nondestructive free 
test methods for quality control. To a greater degree than in the 
case of homogeneous materials the strength of the composite is af- 
fected not only by the kind of components used, fibers and resin 
matrix, but also by the fabrication parameters which cannot always 
be completely controlled. 

Conventional nondestructive test methods, such as ultrasonic 
techniques or optical testing, allow the detection of only rela- 
tively large defects in the fiber make-up. In addition, even 
with the test results on hand one cannot determine unconditionally 
to what extent the discovered defect will have a negative effect 
on the total behavior of the composite. The acoustic emission 
analysis (SEA), on the other hand, when the fiber-reinforced con- 
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struction part Is used beiov its rated load or even up to rated 
load, makes It possible to detect practically all failure modes, 
such as their appreciable fiber fractures, delamlnatlon between 
matrix resin and fibers, as well as fractures In the resin matrix. 
lOwever, the sole registration of sound pulses caused by failure 
processes, e.g.. In the form of curves of the sums of sound pulses, 
is not sufficient, in most cases, for the evaluation of the usea- 
blllty of the construction piece since, with this method it is not 
possible to differentiate with reasonable assurance between non- 
critical and critical failure processes (compare also reference 1). 

For the tests, tubes with an internal diameter of mm and a 
wall thickness of about 3 mm were available. The GPK laminate was 
produced by the firm of Dynamlt Nobel AG as a unidirectional fiber 
composite. All glass fibers are oriented in the load direction. ^1/790 
Loading (pressurization) produces an approximately uniaxial stress 
condition. If such a composite system is subjected only to tension 
stresses, then its strength is a function of only that of the fib- 
ers. If one Ignores climatic effects, then delamination between 
matrix resin and fibers has a negative effect on durability which 
is no greater than the effect of matrix fractures among the fibers. 

If such a composite is to be tested by acoustic emission analysis 
to see if it is acceptable for quality control purposes, then the 
test results must furnish indisputable indications whether, in a 
unidirectional composite, fiber fractures have occurred in ten- 
sion loads up to a maximum of rated loads which must solely be con- 
sidered as critical. Such fiber fractures can occur, even for 
adequate sizing of the composite, from damage of the glass fibers 
during lamination, from non-uniform fiber thicknesses in the comp- 
osite, or finally from subsequently Imposed scores or grooves. On 
the other hand, if the test shows that no fiber fractures have oc- 
curred in the composite up to rated loads, then in this special 
case one can deduce from the test result that the composite exhib- 
its the durability that was calculated. 
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2. Experimental technique of the SEA method 


As pickups for the acoustic emission narrow — and broadband 
piezoelectric converters were used irtilch were attached to the test 
body with suitable saddle pieces to balance out the curvature of 
the construction pieces. The reciprocity method [23 was used to 
calibrate the receivers. The evaluation of the acoustic emission 
was made from a determination of the amplitude distribution and 
from a broad-band representation of the signals In the time and 
frequency frame, figure 1. To conduct the amplitude analysis the 
narrow-band acoustic emission was passed to seven Impulse counters 
with varying discriminator thresholds. In addition the frequency 
of the acoustic signals was plotted over the discriminator thresh- 
old used such that the dynamics of this plot extended to values 
above 70 dB. 

- For the determination of the amplitude distribution direct physi- 
cal parameters are measured. 

- Through the use of several discriminator thresholds differing 
from each other SE-events of varying intensity can be recog- 
nized. 

- The measurement of the amplitude distribution is particularly 
sensitive because of the narrow-band character of the receivers. 

- The height of the amplitude is proportional to the intensity of 
the sound. 

- In comparison the frequency analysis produces information as to 
the characteristics of the individual signals. 

To determine the shape of the signal in the time and frequency 
frame broad-band sound pulses were stored in a transient recorder 
(Blomation 8100) and periodically passed to a frequency analyzer 
with a frequency range between 30 kHz and 1 MHz, 
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3. Test results 


^ 1/791 


For a continuously increasing internal pressurization of the 

test body a hydraulic oil was used whereby it was possible to keep 

the noises generated by the pressure pump away from the test body 

by means of pressure hoses located between the pump and the test 

installation. At a rate of pressurization of about 1 bar/sec the 

test pieces failed at pressures above 1200 bar which corresponds 
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to a radical tensile stress of 900 N/mm ; the failure occurred ab- 
ruptly as shown in figure 2. Parallel to the cylinder axis the 
radially oriented fibers in the composite tore over a length of 
2 to 3 cm. Before the failure occurred, l.e,, at lower pressure 
loads, no external damages could be detected on the construction 
part. To what extent fiber fractures had occurred before the rup- 
ture cannot be determined by optical means although one can surely 
assume that an appreciable part of the elastic energy in pre-dam- 
ages of the fibers was stored in the test piece before the rupture 
occurred. 

If we now turn to the results of the acoustic emission analy- 
sis, figure 3, we can see that the first signals, i.e., the first 
damaging events already occur at very low pressures, below 50 bar. 
The amplitude distribution of these signals is characterized by an 
exponential function, J « C • whose exponent was found to be 
n = 1.1 to 1.8. In this equation we denote: J » sum of the acous- 
tic Impulses; C = constant; D = discriminator threshold; n * slope 
of the straight lines in the amplitude distribution. The only pos- 
sible causes for these acoustic signals can be found in matrix 
fractures or in delatnlnatlon processes in the axial and the radial 
layers since fiber fractures cannot be expected at such low pres- 
sures . 


The number of sound impulses of the characteristic described 
here Increased with Increasing pressure; however, a change in the 
amplitude distribution did not occur until Just before failure. 
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Only just before the rupture occurred did acoustic signals with an 
amplitude about 20 dB higher appear which, however, because of 
their number could not be evaluated statistically. However, one 
can assume with reasonable certainty that these acoustic signals 
are caused by fiber fractures since similar characteristics were 
found in pure tensile specimens in the work of Ahlborn [3] and 
Boeder [4], 

In order to bring about fiber fractures in the selected test 
specimens at even lower total pressure loadings, in a second test 
series circular test specimens having a groove were employed as 
shown in figure 4. Such grooved laminates in which the grooves 
were exactly normal to the radially wound composite, failed at 
maximum internal pressure loadings of 400 to 600 bar. In con- 
trast to the unscored test pieces the circular cross section in- 
creases noticeably already at pressure loads of 50 bar below the 
failure pressure. Such a stretching starts, with great certainty, 
with a continuously Increasing number of fiber fractures at the 
groove ends since, at least in the outer cross sections, the allow- 
able tensile stresses have been reached or exceeded. The Increase 
in the circumference at the place of rupture was about 3$. 

In the notched circular test pieces, for lower Internal pres- 
sure loads, acoustic signals (figure 3) also were noted whose ampl- 
itude distribution corresponded to that described above. Above 
internal pressure loads of 400 to 500 bar the appearance of signals 
of higher Intensity was Indicated by a noticeable flattening of 
the amplitude distribution. This followed the expression J * C • 
D”*’ with an exponent n= 0.5 to 0.8. A further increase of the 
internal pressure, following this change in the amplitude distri- 
bution, by about 50 bar led to a failure of the test specimens. 
Analysis of the broad-band acoustic signals made possible a further 
explanation of the failure mechanism. 
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The repreeentatlon of the acoustic signals which In earlier 
tests were evidently caused by Intermediate fiber fractures, pro- 
ceeds, In a time and frequency frame, as shown In flgpire 5 . Cor- 
responding signals from fiber fractures as they appear Just before 
the onset of disturbances are shown In figure 6, If we compare 
these signal characteristics with each other then it becomes evid- 
ent that the pulses which are caused by fiber fractures are higher 
by about 15 dB than those which are attributed to failure of the 
matrix resin or to delaminatlon. If one, on the other hand, exam- 
ines the course of the frequency of the pulses, then one finds, 
especially at higher frequencies, a noticeably greater Intensity 
of the signals than those observed for intermediate-fiber fractures. 
The observed greater intensity of the signals which presumably is 
caused by fiber fractures. Is in agreement with the results of the 
amplitude analyses. It can be explained by the liberation of 
greater energies in the case of fiber fractures. The shape of 
the frequency spectrum is given by the duration of the emitted 
pulses. According to the theory of Fourier transforms, a short 
pulse corresponds to a high-frequency spectrum and a long-duration 
acoustic event corresponds to a rapid decay of the spectrum toward 
higher frequencies. If we now assume that the time for a fiber 
fracture compared to the time for a fracture in the matrix or for 
a separation of matrix and fiber is very short, then the high-fre- 
quency nature of the signals can be clearly attributed to a fiber 
fracture. 

Conclusions 

The acoustic emission analysis as a quasi-nondestructive test 
method makes It thus possible to differentiate clearly, in Judging 
the total behavior of fib^r-reinforced plastic composites, between 
critical failure modes - thus in the case of unidirectional comp- 
osites fiber fractures - and non-critlcal failure modes - in this 
case delaminatlon processes or matrix fractures. It is of particu- 
lar advantage herein that, for varying pressure demands on the comp- 
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osltes, the emitted acoustic pulses can be analyzed with regard to/91/793 
their amplitude distribution whereby It Is to be recommended that 
this amplitude distribution be recorded at varying dlscrlmator 
thresholds. In addition) definite Indications as to how the dam- 
ages occurred can be obtained from the time curves of the emitted 
acoustic pulses as well as from the particular frequency spectrum; 
thus distinct analogies can be drawn between the various analyti- 
cal methods with respect to whether the failure modes can be clas- 
sified as critical or non-crltlcal . 
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